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Abstract

Quantitative faecal immunochemical tests for haemoglobin (FIT) are being used
increasingly around the world in colorectal cancer screening programmes, and in
patients presenting with lower bowel symptoms to determine who should proceed to
further bowel visualisation investigations, usually colonoscopy. The clinical utility of
FIT is well reported. There are a number of analytical challenges including pre-
analytical variation, difficulty setting up external quality assessment schemes, access
to third party internal quality control material and a lack of standardisation or
harmonisation of FIT methods. Here we report the work of the International
Federation of Clinical Chemistry FIT Working Group. We provide an overview of the
main pre-analytical variables; discuss different approaches to external quality
assurance of FIT; propose a solution to third party internal quality assurance
materials and summarise the challenges of standardisation and harmonisation of

FIT.



Background

Colorectal cancer (CRC) is one of the most prevalent cancers worldwide [1]. Early
detection of neoplastic lesions can provide the best opportunity for treatment and
prevention. CRC and adenomas (sometimes neoplastic precursors of CRC) can
shed blood, and therefore examining faecal samples for occult blood can indicate an
increased likelihood of CRC or adenoma being present. This can be achieved with
faecal immunochemical tests for haemoglobin (FIT) which utilise antibodies that bind

to the globin moiety of haemoglobin (Hb) to detect Hb in faeces.

Quantitative FIT is used in screening programmes around the world [2, 3] with a
positive result, ie. a faecal Hb concentration (f-Hb) above a defined threshold,
determining who should proceed to further bowel visualisation investigations, usually
colonoscopy. Different thresholds are used to define a positive result, often decided
by the available colonoscopy resource. Thresholds used in screening programmes

usually range from 15 ug Hb/g faeces to 150 pg Hb/g faeces [2].

More recently, a growing body of evidence has supported the use of FIT, alongside
clinical signs and symptoms and the full blood count, for triaging patients presenting
in primary with care with lower bowel symptoms to bowel visualisation [4, 5]. England
has incorporated the use of FIT into the NICE guidelines to guide referral for
suspected CRC [6], at least for patients at low risk of CRC, with a low threshold for

positivity at 10 ug Hb/g faeces.

Evidence also suggests that f-Hb can be used to assess future risk for neoplasia.

Individuals with a f-Hb that is above the examinational limit of quantitation (but below



the threshold applied for follow-up), have a higher risk of future advanced neoplasia
compared to those with a f-Hb below the limit of detection. This has been observed
both in screening programmes and in FIT used in post-polypectomy surveillance [7-
12].

Whilst the clinical utility of FIT is well recognised, there has been very little attention

focused on the examination aspects of the investigation.

FIT are available in qualitative or quantitative formats. In 2012, the World
Organization for Endoscopy (WEOQO), Colorectal Cancer Screening Committee
(CRCSC), Expert Working Group (EWG) on FIT for Screening identified 47 different
systems available on the market [13]. Those that are used in laboratories are
generally quantitative examinations and there are four FIT systems widely available
for laboratory use, and hence most commonly used across the world (HM-JACKarc,
Hitachi Chemical Diagnostics Systems Co., Ltd, Tokyo, Japan; NS-Prime, Alfresa
Pharma Corporation, Osaka, Japan; OC-Sensor PLEDIA, Eiken Chemical Co. Ltd,
Tokyo, Japan and FOB Gold, Sentinel Diagnostics, Milan, Italy). The examination
performance characteristics of these have recently been evaluated [14]. All four
systems were demonstrated to perform well against the performance criteria

documented by the manufacturers.

With the increasing use of FIT in a number of different clinical scenarios, the

challenges and weaknesses of the examination methods need to be addressed.

The International Federation of Clinical Chemistry and Laboratory Medicine,
Scientific Division, Working Group on FIT (IFCC FIT-WG) was set up in 2017 to
address these crucial issues [15]. The terms of reference that were set when the

group initially formed are described in table 1. Here we attempt to describe the



challenges associated with each term of reference and any progress made by the

IFCC FIT-WG.

Comparability of measurement results

As described above, the ability to set different f-Hb thresholds for referral is important
for FIT to be used in screening programmes, as well as for assessment of
symptomatic patients and in post-polypectomy surveillance programmes. There are
many different FIT systems available [16]; as well as the four laboratory analysers
already documented, and there are large numbers of qualitative and quantitative
point of care systems available. Currently, these FIT systems do not use calibration
techniques that are traceable to an international reference preparation with
concentration assigned by a high order method. In screening programmes, different
systems give the same clinical outcomes but only related to the positivity, not the f-
Hb threshold [17-19]. The clinical impact of the differences in numerical values
obtained on the different systems has not been well studied, however, evidence has
demonstrated that different f-Hb are obtained when both homogenous and patient
samples are analyzed on the different FIT systems [19-22], as would be expected

with examinations that are not harmonised.

The current lack of result comparability among the different FIT systems limits the
transfer of a threshold recommended by an expert group or clinical research studies
to screening programmes or to symptomatic services because the threshold is only
valid for a specific FIT system. This is especially important as new FIT systems are
introduced into clinical programmes. Enhancement of the result comparability would
facilitate the use of common thresholds, reduce health-care costs, improve clinical
management and lowers the risk of clinical error. The following aspects are essential
to achieve that goal: universal measurement units, acceptable measurement
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uncertainties, suitable internal quality control (IQC) and external quality assessment

(EQA) materials and traceability of measured values.[23].

The need for universal measurement units of FIT was recognized by the WEO,
CRCSC, EWG on FIT for Screening [24]. This Group recommended standardising
reporting units for expressing the result from ng/ml corresponding to the
concentration of Hb in the buffer of the specimen collection device, to ug Hb/g faeces
eliminating the variability of the mass of faeces collected into the volume of buffer
[25]. This is now accepted international practice, although, pedantically, the proper
units to use are also argued to be ug Hb/ml faeces since the devices collect a
consistent volume dependent on the geometry of the grooves or dimples of the
collection device into a constant volume of buffer. Possibly only the use of ug Hb/mi
faeces as units might enable f-Hb information to be used to reduce sampling related
variability [26]. Starting from data reported in literature on faecal sampling [27] the
uncertainty related to the pre-analytical phase ranges between 16 to 31 % for the
different FIT systems using commercial sampling devices. This component of
uncertainty will significantly affect the expanded uncertainty (U) of the f-Hb methods

and should be reduced in order to minimize variation between results.

The universal measurement units were just a first step. Big challenges remain to
obtain comparable results among the different FIT systems. Because of the inherent
difficulties associated with measuring Hb in a faecal matrix, the ability to harmonise

any aspect of the method will prove challenging.

Pre-examination (pre-analytical) variables



When considering how to harmonise FIT systems, it is important to consider not only
the examination variables, but also the pre-examination variables. FIT are
susceptible to a large number of pre-examination variables. Each manufacturer of
FIT systems has designed a different sampling probe [27]. The probe surface, as
well as number and depth of grooves or dimples in the probe, and tightness of the
collar through which the probe is inserted back into the device after specimen
collection have all been shown to affect the mass of faeces collected [28, 29].
Different manufacturers provide different guidance on how to collect a sample (dip in
to the sample or scrape along the surface). The volume of buffer within the
collection device is also specific to each device. It has been demonstrated that the
faecal sample itself will affect results [30]. Faecal samples are not homogeneous,
and any blood shed from colorectal lesions is unlikely to be evenly distributed
throughout the passed faeces. In addition, the consistency of the sample itself, as
per the Bristol Stool Scale [31] will influence the ease with which the specimen is
collected and the instructions provided to patients on how to collect the sample differ
between manufacturer, for example collection of material across a large surface area
versus single point sampling [32, 33]. A recent study has demonstrated the wide
variability that exists in the quantity of specimen collected in a surveillance

programme [34].

The stability of the Hb in the specimen collected into the device is affected by both
storage and transit temperatures [35, 36]. This is supposedly mitigated by the
buffers used by manufacturers, but their composition, including preservatives and
stabilisers, vary [30, 37] [38] and the exact composition of each buffer is not publicly
available. At 5 °C, almost all FIT showed fairly stable Hb results throughout a 7

day period. At 20 °C, most FIT still showed fairly stable results over 4 days, whereas



positivity rates significantly declined from day 4 onwards for most FIT at 35 °C. The
Hb degradation due to higher temperatures can result in the measured f-Hb being
below the positivity threshold and colorectal disease missed [39]. With the focus
being on continual improvement and evolution of FIT systems, manufacturers also
change formulation of some of their reagents with the impact being that results from

a single system might not be transferable over time [40, 41].

An additional variable relates to the Hb variant present in the faeces and that
manufacturers use different polyclonal Hb antibodies. It is not known exactly what
each manufacturer’s antibody system is detecting in terms of the globin moiety.
Whether these products are all measuring human Hb, all its variants and significant
degradation products is not clear. Carroll et al [42] investigated the impact of 20
different Hb variants on f-Hb results. All of the variants with mutations in the globin
molecule were adequately detected by the polyclonal antibody systems in the four
laboratory analysers tested. However, the assessment of variants with missing
alpha or beta globin chains resulted in a low recovery. As seen with the
consequences of high temperature, lack of detection of certain variants of Hb can
also have clinical implications as these variants can lead to low f-Hb, and
consequently missed colorectal disease. However, these variants are not largely
expressed in the population with approximately 5 percent of the world population
having a globin variant, but only 1.7 percent have an alpha or beta trait [43] and
these participants or patients are likely to have regular transfusions and so any f-Hb
may be reflective of donor blood. In terms of other potential assay interferences, the
use of antibodies specific to the globin component of human Hb make cross
reactivity with dietary Hb, such as from red meat products, extremely unlikely and the

antibody detection methods should not be impacted by other dietary



components.[44] There is a risk that if patients sample from the toilet bowl the
sample will be diluted or contaminated with residues of previous defaecations and
urinations, chemical toilet cleaners, disinfectants and fragrances. As such the
recommendation should be to collect faecal sample into a clean collection bowl or on
to a piece of toilet tissue. In summary, there are a large number of pre-examination
variables that exist that can affect measured f-Hb. Some of these are patient
variables and many are specific differences between manufacturers. The IFCC FIT-
WG made a decision to document all these pre-examination variables (Figure 1) but
that addressing them immediately would prove extremely challenging for

manufacturers and so it would not become a primary focus of the group.

Quality assurance of FIT examinations

To ensure consistency in the FIT examinations between the different systems,
laboratory quality assurance is critical. The International Organization for
Standardization (ISO) 15189:2012 has specific requirements to assure quality in
medical laboratories [45]. These encompass, amongst many other aspects, the
ability to use independent third party IQC material and to participate in an inter-
laboratory comparison programme, such as an EQA or proficiency testing

programme.

Internal Quality Control (IQC) for FIT

Despite the ISO requirements, availability of third party IQC material is lacking [46].
Each individual manufacturer provides its own IQC material for use on its own
system. A recent study, facilitated by discussion amongst manufacturers at
meetings of the IFCC FIT-WG, demonstrated that the |QC material from each of four

manufacturers is compatible on the other three FIT systems [20]. The assigned
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values of each of these materials was different when examined on a FIT system that
wasn’t that of the providing manufacturer. This is to be expected because of the lack
of standardisation as described previously however it does at least provide the
potential for third party IQC materials for FIT to be widely available if manufacturers

were willing to market their IQC materials independently of their FIT systems.

External Quality Assessment (EQA) for FIT

With the increasing use of FIT, EQA schemes are being established worldwide to
support the quality requirements. Whilst all programmes have clear objectives and
target participants, each EQA scheme design is different and programmes vary in
terms of sample type, frequency and in the number of samples and Hb

concentrations sent for each distribution.

A recent study [21] investigated the suitability of a wide number of EQA materials
provided by different programmes. The pre-examination factors described above
and summarised in Figure 1 make designing an EQA scheme particularly

challenging.

The ‘ideal’ EQA material would be real patient samples or samples that closely
resemble patient materials, i.e., faecal like matrix. In this format, samples can be
received and assayed in the same way as patient samples. However, for FIT,
homogeneity may be difficult to guarantee and there are also stability issues to
consider with this type of matrix. Hb in faeces can begin to degrade within a matter
of days, or even hours at room temperature, and there is little evidence that storage
of faeces at 4°C reduces the rate of f-Hb degradation [47]. EQA providers, therefore,
need to consider how they can ensure homogeneity of material and how Hb can be

stabilised following material preparation.
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Stability of faecal Hb in patient samples, and hence faecal like matrices, can be
improved by immediate collection into manufacturer specific specimen collection
devices [47, 48]. The challenge with this approach is assuring uniform collection

techniques across the batch of EQA material for each collection device.

Utilising lyophilised faecal material spiked with Hb could potentially overcome the
issue of stability. However, this does not mimic patient material and introduces pre-
analytical steps, which would not normally be present when assaying patient

samples.

Homogeneity is easier to achieve with liquid samples (Hb spiked buffer) but again
these do not mimic patient materials and are not presented to the FIT system in the
same way a patient sample would be. These samples may, however, be less prone
to pre-analytical variation [21]. As such they enable the analytical part of the
examination procedure to be analysed, independently of any pre-analytical

interfering factors.

A question considered by the IFCC FIT-WG was whether the group should be asking
EQA providers to provide information on the entire measurement process, including
pre-examination as well as examination performance and not just the examination
phase? The answer is yes, ideally, but the IFCC FIT-WG would suggest that EQA
providers concentrate on assessment of the examination performance of the FIT

systems as a priority.

Based on the work done by the South of England Bowel Cancer Screening Hub
research team in Guildford [21] and the advances made by EQA providers since this
study, the IFCC FIT-WG plan to provide expert advice to EQA providers on what

type of FIT EQA would be most beneficial to users of FIT systems.
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A recent editorial describes the on-going challenges of quality assurance of FIT as

well as progress made [49].

Further efforts to enhance comparability of measurement results

A major focus of the IFCC FIT-WG has been to work on the comparability of the
results generated using FIT systems and the terms of reference of the group include,
to harmonise examination of haemoglobin in faecal samples using FIT and to
determine the feasibility of developing reference materials and/ or commutable
calibrators (Table 1). The aim is to harmonise the f-Hb results obtained on the

different systems rather than to attempt to harmonise the procedures.

Achieving common traceability for measurement results from different FIT systems
require the set-up of calibration hierarchy as described in the international standard
ISO 17511:2020. ldeally, the definition of the Sl unit is the starting point of the
calibration hierarchy and this is transferred to the results the FIT systems through a
documented unbroken chain of calibrations. Primary and secondary reference
measurement procedures are essential to transfer the Sl unit to the suitable

calibrators.

Due to the challenges of the faecal matrix the required reference measurement
procedures are currently not available. Therefore the IFCC FIT-WG is now working
towards comparability of results from the FIT methods using a calibration hierarchies
of lower metrological order. When the different FIT systems use the same
commutable conventional calibrator, the comparability of the obtained results may
also be improved. If the comparability is statistically and clinically acceptable, the
results of these FIT systems are considered to be harmonized [50]. The first step in

the process to identify a suitable calibrator is a commutability assessment. A study is
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currently ongoing in which the commutability of three different types of candidate
reference material is investigated. Two consist of a frozen buffer solution containing
human Hbwhile the third type is a lyophilized extract from human faecal samples
spiked with human Hb. The recommendations of the IFCC Working Group on
Commutability are applied in this study [51, 52]. Successful implementation of a

common calibration hierarchy will help to generate more comparable f-Hb results.

Since the IFCC FIT-WG was established in 2017, the global use of FIT has
increased rapidly, especially with the COVID pandemic where it has been used to
help triage patients for endoscopic examination [53-56]. Good progress has also
been made in understanding and trying to improve some of the examination

challenges.

In conclusion, improving the comparability of the result from different FIT
examination methods will be challenging, but is essential in ensuring that this
apparently simple investigation used around the world within CRC screening
programmes, in triaging symptomatic patients and in surveillance programmes fulfils

its optimal use for early detection of significant colorectal disease.
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Terms of Reference of IFCC FIT -WG

e To harmonise and/or standardise analysis of haemoglobin in faecal samples by
immunochemistry (FIT)

o To standardise the pre-analytical phase

o To establish EQA and 3 party IQC programmes

o To determine impact of assay interference of Hb variants and other factors

o To determine the feasibility of developing reference materials and/or
commutable calibrators

Table 1: Terms of Reference of IFCC FIT-WG (2017)

EQA: external quality assessment; Hb: haemoglobin; IQC: internal quality control
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Pre-collection variables

Post-collection variables

Analytical variables

Collection device

Multiple brands available which differ with

-Collection probe (ie. quantity of faeces sampled)

-Filter (ie. amount of faeces that gets into collection device buffer)
-Buffer volume (ie. how dilute sample is)

-Buffer composition (ie. important for stabilising Hb)

Sampling of faeces

4

Quantity and quality of patient faecal samples differ due to:

-Faecal consistency (Bristol stool scale)

-Appropriate sampling technique (test instructions differ, as does the
style of an individual. Can result in too much or too little sample, as
well as a sample representative of not the whole faecal sample)
-Blood type and Hb variant

-Contamination of sample (eg. from blood from a urinary tract
infection)

Return of FIT to laboratory Post-collection handling can result in Hb degradation prior

N

to analysis:

-Length of time from sample collection until analysis at the
laboratory (samples degrade with time)

-Storage temperature (Hb degrades slower with cold
storage)

Analysis of sample for Hb Accuracy for Hb concentration measurement is essential.

Quality control samples are needed to ensure consistent
measurement between FIT brands and analytical devices

Samples with Hb above the positivity threshold triggers the

recommendation for diagnostic colonoscopy:
Symptomatic patients: 210ug Hb/g faeces
Screening patients: 215-150ug Hb/g faeces (program dependent)

Figure 1. Overview of pre-analytical, post collection and analytical variables
associated with the Faecal Immunochemical test
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Faecal Immunochemical Tests for Haemoglobin: Analytical Challenges and

Potential Solutions — Highlights

International Federation of Clinical Chemistry working group set up to address
analytical challenges of the faecal immunochemical test for haemoglobin (FIT)
Harmonisation study underway

Summary included of key pre-analytical variables

Analytical evaluation of external quality assurance schemes complete

Four potential third party internal quality assurance materials available
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